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Attached her 5 is a summary of the VISNIR survey I conducted this past summer. 
Included is 1) a statement of the preferred cross-calibration approach, as endorse by se e 
members of the VISNIR group, 2) two vugraphs which summarize the wavelength and 
fields-of-view of the various instruments, and 3) a listing of these s^^^as nvw by 
the respective calibration representatives in the survey responses. The group would like to 
wait until payload selection before taking any further actions. 

The Cross-Calibration Goal write-up was extracted from a June 6, 1991 memo from 
Frank Palluconi which expressed the consensus of the U.S. Aster Team members (A. 
Kahle, H. Kieffer, F. Palluconi, P. Slater, and H. Tsu). 


Carol Bruegge 
JPLMS 183-301 
(818)354-4956 
FAX (818)393-4445 
NASAMAIL: CBRUEGGE 




Cc: Bob Nortrup 
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Instrumentor Cross-Calibration Goa! 

The EOS Project is fundamentally commited to the acquisition of data which can be 
reduced to geophysical data products of high and known accuracy. 

One possible method of insuring the primary data products are of known accuracy is to 
use the instruments themselves against the same sources to provide an independent check 
that a common understanding of accuracy exists.— 

The goal then of the radiometric "Cross- Calibration" at the integrator facility (GE) 
would be to convincingly establish as late as feasible in the Integration and Test (I&T) cycle 
that, when stimulated with common sources, the appropriate EOS instrument 
measurements agree within their previously established accuracy estimates across a useful 
radiance range, accounting for the additional uncertainty associated with the unique 
properties of the test set-up itself. 

We do not consider that the instrumentor "Cross-Ca libr ation" constitutes a replacement 
for the radiometric calibration completed at the instrument builders before shipment to GE. 
If a disagreement is found between instruments, it should be part of the "Cross- 
Calibration" plan to resolve this disagreement, but should not be the plan's intention that 
data developed in "Cross-Calibration" at GE replace the previous instrument radiometric 
calibration. 

Likewise, we recognize that instrument to instrument agreement before launch does 
not insure agreement after launch. It is recommended, therefore, that emphasis be placed 
upon cross-calibration post launch, since it is the in-flight instrument accuracy which is of 
primary concern to the data user. 


Wavelength Comparison 
(VISNIR) 





Wavelength Comparison 
(VIS) 






Field-of-view Comparison 
(VISNIR) 



(0.81°) 



Survey responses 


1. AIRS 

Radiometric calibration: 1-2% ; •■■■ 
Entrance aperture: 12.5 x 12.5 cm 
IFOV: l.io 


Wavelength 

(pm) 

Bandpass 

(nm) 

0.42 

40 

6.4 to 1.06 


6.63 

166 

D.Ss 

270 

1.64 

40 


2. ASTER * 

Radiometric calib ration: 4% VNIR 4fc SWIR 

Entrance aperture: 7.6 cm VNiR; 17 cm |WIR 

IFOV: 6.1° (nadir), 5.2° (forward) with 0.6 aspect ratio; 4.94° SWIR 

Notes: At instrumentor only ambient tests are planned 


VNIR 

I Wm ~ i 

Wavelength 

(pm) 

Bandpass 

(nm) 

Wavelength 

(pm) 

Bandpass 

(nm) 

0.56 

80 

1.65 

100 


EIOHflHHi 

2.16 

40 

i'H mam 

KOI 


40 



2.26 

56 



2.33 I 

70 



EK2IHHI 

70 









3. CERES 


k - ■: 


El'\ 


Radiometric calibration: 1% (shortwave); 0.5% (total) 
Entrance aperture: <0.15 cm 
IFOV; 1.12 x 2.8° 

Notes: At instrumentor only ambient tests are planned 


Wavelength 

(Hm) 

0.3 to 5 

03 to 2(507 


4. EOSP 

Radiometric calibration: 5%; Goal: 3% 

Entrance aperture: 6.5 cm 

IFOV: 0.81° (3° needed for calibration as scans) 


Wav. 

(nm) 

Bandpass 

(nm) 

Wav. 

(pm) 

Bandpass 

(nm) 

0.410 

30 

0.880 

20 

mm 


mm 


mm 



60 

0.615 

15 

1.600 

■ 


20 




15 

Ism 

tm 

























5. MISR 


Radiometric calibration: 3% 

Entrance aperture: 7 cm 

TOV: 29.4° (A), 23.8° (B), 18.4° (C), 14.4° (D) j ^ /> 

Dynamo Cr^ be eKfrW&Z ,A ,fL V 

Qn £><5 uivGlot tf ^ r ^ ^ dttfic €., /0 *=- 7T t- /£7o * 


BH 




fimi 

25 

1.0 



15 

i.O 


BH 

15 

|.o 

o.^2 

0.860 

20 

l.o 

O'OZ 


( uj/\c 4- is p nvw ^ p, +s^ 
<>H^r io sfm n c / T 


6. MODIS-N 

Radiometric calibration: 5 % (relative to NIST) 
Entrance aperture: 18. cm 
IFOV: 0.081° square 


Wav. 

(4m) 

Bandpass 

(nm) 

Wav. 

(^m) 

Bandpass 

(nm) 

fWav. 

1 (4m) 

Bandpass 

(nm) 

0.415 

50 

0.653 

50 

<3.905 

59 

0.443 

59 

0.959 

50 

97936 

59 

9.470 

50 

1)381 

50 

97540 

50 

0.490 

50 

07759 

'50 

1.24 

50 

9.531 

50 

0.865 

, 

50 

1.64 

50 

9.565 

50 

0.865 _ 

59 

^13 

50 
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M0DIS-N (0.081,18) 1 

Fill = 33 cm/(aperture+2 50 cm tan (FOV/2.)) 













